INTRODUCTION

In recent years, there has been a considerable increase in the number of transseptal catheterizations performed in electrophysiology laboratories. This circumstance is mainly due to the development of pulmonary vein ablation techniques for the treatment of atrial fibrillation. Given the lack of experience of electrophysiologists in the performance of this procedure, it requires the presence of an interventional cardiologist to carry out the arterial puncture, placement of a catheter in the aortic root and measurement of intracavity pressures.

Over the course of time, there have been a growing number of electrophysiologists who perform transseptal catheterizations, using a reference catheter placed in the aortic root to mark its location in preparation for transseptal puncture.
We perform transseptal catheterization using one catheter inserted in the coronary sinus and another in the His bundle, which enable us to identify the anatomical structures necessary to ensure an easy and safe transseptal puncture, with a high success rate.

Here, we describe the different phases of the procedure in detail and report the results obtained with this technique in our hospital.

**METHODS**

The transseptal catheterization system consists of a Brockenbrough needle (St Jude BRK or BRK1), a dilator and an introducer (Jude SL1, 8 French).

We use the coronary sinus and His bundle catheters as fundamental anatomical and electrophysiological landmarks. The entry site of the coronary sinus catheter (coronary sinus ostium) indicates the inferior margin of the interatrial septum. The body of the catheter inserted into the coronary sinus establishes the orientation of the mitral annulus and marks the site of the lateral and posterior aspects of left atrium. The catheter in the His bundle indicates the superior margin of the interatrial septum and is juxtaposed to the noncoronary leaflet of the atrial valve, thus enabling the identification of the aortic root without having to place a reference catheter in it.

First, the catheterization system, consisting of the dilator, introducer, and Brockenbrough needle, is set up externally in order to observe the correct adjustment of the entire system and improve the adaptation of the guiding catheter.

Subsequently, in anteroposterior projection, following introduction of a guide wire into superior vena cava, the dilator and introducer are advanced until they reach this vessel. Once the guide wire is withdrawn, the Brockenbrough needle is introduced up to a point at which it does not yet protrude through the tip of the system. Then, in left anterior oblique projection, and at a variable angle of inclination (45° to 60°), in such a way that the catheter in the His bundle is perpendicular in the fluoroscopic image, the needle is rotated in a clockwise direction to set the arrow on the external part of the needle at 4 o’clock. Subsequently, it is lowered from the superior vena cava to right atrium until the region of the fossa ovalis is reached, after a skip to the right in the fluoroscopy that is perceived only on occasion. In this region, we observe that the tip of the system is located to the right of the His bundle catheter, that is, posterior to and somewhat lower than this device, at a variable height between the catheter and the coronary sinus ostium (Figure 1). Prior to transseptal puncture, an image in 30° left anterior oblique projection should be visualized to confirm that the tip of the system is located to the left (and thus, posterior to) the catheter that records His bundle activation. This is normally situated a third of the way between the His bundle catheter and the right margin of the cardiac silhouette (the lateral aspect of right atrium), and parallel to the coronary sinus catheter. Thus, we ensure that it is situated posteriorly with respect to the aortic root. In right anterior oblique projection, the tip of the system is usually situated somewhat higher than or at the same height as the His bundle catheter (Figure 2).

If it falls below the fossa ovalis, the procedure should be reinitiated. The guide wire is reintroduced into superior vena cava and the system (introducer and dilator) is again
inserted. The attempt should never be made to advance the system without the guide wire because of the risk of perforation with the dilator tip.

Once we consider that the system has reached the fossa ovalis, again in left anterior oblique projection, a contrast medium is injected to label the wall. The labeling of the fossa ovalis reveals the characteristic “tenting” of the membrane, forming a triangle, the vertex of which is located to the right in the fluoroscopic image (Figure 3). Then, we advance the Brockenbrough needle, aspirate blood, which should be red, given its arterial origin, and inject a contrast medium to ensure that we have reached the left atrium, before advancing the rest of the system. The guide wire is often introduced into a pulmonary vein. At this point, systemic heparinization and heparinization of the introducer is carried out. For atrial fibrillation ablation, we place two catheters in left atrium, an ablation catheter and a circular catheter to map the pulmonary veins. This is normally done via transseptal puncture. For this purpose, we withdraw the system, leaving only the guide wire passing through the transseptal puncture hole. Using this landmark, we introduce the ablation catheter, once again advancing the system, through which we place the catheter for pulmonary vein mapping.

On some occasions, it is not possible to pass the ablation catheter through a single transseptal puncture hole. This makes it necessary to perform a second needle puncture, using the guide wire of the initial puncture as a landmark. In case of recurrence of atrial fibrillation following pulmonary vein ablation, we normally perform double transseptal puncture from the outset, and always employ this technique when the manipulation of the catheters was difficult during the first procedure.

The major risks associated with transseptal catheterization is an undetected puncture of left or right atrial wall or the coronary sinus and penetration into the aortic root, or pulmonary artery.

RESULTS

At our center, we have performed a total of 68 transseptal procedures (for pulmonary vein isolation in 41 patients, in 14 of whom the procedure was repeated, including two patients with left-sided accessory pathway, and 11 patients with left atrial tachycardia). Of all the atrial fibrillations treated by ablation, 7% were permanent, 19% were persistent and 74% were paroxysmal, with a mean atrial size of 41 (3) mm.

The procedure was successfully completed in all but one case, in which we decided not to perform puncture because it proved to be complicated and the patient had previously received anticoagulation therapy. One patient developed ST segment elevation in inferior electrocardiographic leads, associated with mild precordial tightness. This occurred shortly after gaining access to left atrium and ceased spontaneously after three to four minutes. We suspect that it was provoked by an air embolism in right coronary artery due to introduction of air into the system during manipulation of the catheters. There were no other complications.

DISCUSSION

The procedure we employ has been utilized and described in the medical literature by a number of authors. de Ponti et al performed 453 procedures in 411 consecutive patients over a four-year period, using a catheter in the His bundle and another in coronary sinus as landmarks.1 Later, González et al carried out a total of 108 procedures with the same technique, with an additional catheter in right atrial appendage, the distal and proximal ends of which locate the right atrial roof and posterior right atrial wall (intercaval region), respectively, while other authors consider it sufficient to use the body of the coronary sinus catheter in its descent as a landmark for locating posterior right atrial wall.1

In the series studied by de Ponti et al, there were no clinically relevant complications, although transseptal puncture had to be aborted in five cases because the safety of the procedure in its entirety did not appear to be guaranteed; in fact, the left atrial free wall was perforated by the Brockenbrough needle in two of the five patients, although this incident did not result in complications or sequelae.2 According to a number of authors, needle puncture, when carried out as an isolated procedure, is not associated with significant complications.3-5 González et al performed transseptal puncture successfully in all their patients, avoiding perforation of left atrium or aortic root in every case.

Transesophageal or intracardiac echocardiography can be employed to guide transseptal catheterization.6-9
although, at the present time, there is data to indicate that the use of adjuvant echocardiographic instrumentation is associated with a lower incidence of complications.

In conclusion, transseptal catheterization using only electrophysiological landmarks, with one catheter in the coronary sinus, and another in the His bundle, is a simple and safe procedure. Its performance is increasingly widespread in electrophysiology laboratories, where the performance of transseptal puncture by electrophysiologists is yielding satisfactory results with high rates of success.

REFERENCES